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The analysis of gases like carbon dioxide (CO2), methane
(CH4), higher hydrocarbons, dimethylsulfide (DMS), as well as
volatile organic compounds (VOCs) in marine or freshwater
environments, has been gaining attention as an increasing
necessity within the last few years. Such gases are produced in
the water column or released from sediments as well as
anthropogenic sources. Examples for the release of gases from
sediments are seeps, mud volcanoes, or pockmarks, which are
observed along coastal margins, as well as in lakes (Hovland
and Judd 1988; Milkov 2000). At such sites, analyses of gases
like CH4, higher hydrocarbons or natural CO2 are required to
be performed to calculate budgets, evaluate the fate of gases
due to microbial turnover processes, as well as estimating the
air-sea exchange of trace gases (Hovland and Judd 1988; Leifer
and Boles 2005b; McGinnis et al. 2006, 2011; Niemann et al.
2005; Rehder et al. 1998; Sahling et al. 2008; Sauter et al. 2006;
Suess et al. 1999; Tortell and Long 2009). Furthermore, eco-
nomic demands related to geo-engineering issues, for exam-
ple, require onsite and online gas analyses to monitor the
release of CH4, CO2, or VOCs from underwater pipelines,
wells, or geological sequestration sites (Camilli et al. 2009;
Leifer and Boles 2005a; McMurtry et al. 2005).
For the investigation of gas concentrations in aquatic sys-
tems, techniques like water sampling by e.g., Rosette Sampler,
subsequent phase separation by head space technique, as well
as analyses by gas chromatography are well established
(Kampbell et al. 1989). Unfortunately, these procedures are
rather time consuming. Especially for settings where steep
concentration gradients exist, for example at seeps or pock-
marks, they limit the spatial resolution by which concentra-
tion fields can be described.
Furthermore, at sites where high gas concentrations are
observed, the decompression of water samples during the sam-
pler retrieval on board the vessel could cause a loss of gases
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Abstract
Membrane inlet sensor techniques allow online, real-time and in situ analyses of gases during the investiga-
tion of aquatic environments. Of specific interest for research and applied objectives are quantifications of gases
like methane, higher hydrocarbons, carbon dioxide, nitrogen, volatile organic compounds, and pollutants. For
these objectives, membrane inlet systems are coupled to optical or solid state sensors as well as mass spectrom-
eters. Besides the gases of interest, large quantities of water vapor are passing through the membrane and are
thus introduced into the sensor system. This downgrades the detection limit, affects the ionization efficiency
of mass spectrometers, or could cause the condensation of water within infrared sensors. In this study, we
describe a novel robust, low-power cryotrap coupled to a membrane inlet system (CT-MIS), which is suitable to
be used in harsh environments, including underwater applications. The entire system is of small size and
weight, is operated at –85°C, and requires an energy consumption of less than 10 Watt. By using the cryotrap,
we are able to reduce water vapor in the analytical line by more than 98%. The detection limits for major and
trace gases are considerably improved this way. For the trace gas methane (CH4), the detection limit was low-
ered from 100 to 16 nmol/L, which allows the measurement of methane in surface and bottom waters of coastal
areas and lakes. In case of membrane failure, the CT-MIS acts as a security system by shock-freezing the water,
thus blocking the capillary connection to the analyzer unit.
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(Schlüter et al. 1998). Such restrictions stimulated the devel-
opment of continuous underway measurement systems (But-
ler and Elkins 1991; Gueguen and Tortell 2008; Johnson et al.
1999; Saltzman et al. 2009; Tortell 2005) and underwater gas
analyzers for in situ measurements of O2 (Oxygen), CH4,
VOCs, and CO2 (Boulart et al. 2008; Camilli and Hemond
2002; Emerson et al. 2002; McMurtry et al. 2005; Prien 2007;
Short et al. 2006b; Wankel et al. 2010).
Whereas optodes for in situ measurement of O2 rely on a
chemical transducer and measurement of fluorescence, most
other underwater gas analyzers require a gas extraction unit.
Most of these units apply membrane inlet systems (MIS),
which allow the phase separation of gases like CO2, CH4, DMS,
radon, or VOCs from water into the gaseous phase (Boulart et
al. 2010; Johnson et al. 2000; Prien 2007). The gas phase sep-
arated by the MIS is introduced into an analytical unit, like a
mass spectrometer, gas chromatograph, infrared spectrometer,
or solid-state gas sensors for detection of the composition of
the gas mixture as well as gas concentrations.
Dependent on the field of application, research as well as
industrial applications make use of different membrane mate-
rials and geometries (e.g., planar, tubular, or coiled) when per-
forming phase separation with membrane inlet systems. These
membranes are made of polydimethylsiloxane (PDMS), Teflon
(Teflon, AF2400) as well as materials like Nafion, Celgard, or
Accurel (Melin and Tautenbach 2006). Common to these dif-
ferent materials are their nonporous or microporous properties,
which are impermeable to the liquid phase, up to a certain
pressure. The transfer of gases through solid state membranes
like PDMS as well as Nafion, or through microporous mem-
branes like Accurel or Celgard, is described and modeled by
concepts like permeation or pervaporation. A detailed consid-
eration of different membrane materials and separation mech-
anisms, considering analytical as well as industrial application,
is provided by Melin and Tautenbach (2006).
The mass transport of gas through a membrane depends on
the membrane type as well as the specific properties of the gas.
Most of the nonporous or microporous membranes are
hydrophobic and preferentially exclude the polar water mole-
cules over, e.g., VOCs. However, they do not completely
exclude water vapor (H2Ov), and because it is the matrix, it is
still the major gas species in the vacuum system (Tortell 2005).
The H2Ov affects gas analyses done by mass spectrometry, as
well as the IR bands of the analyte during spectroscopy, down-
grades the detection limit, or could cause condensation of
water inside the optical sensor section of the analyzer.
Regarding membrane inlet mass spectrometry (MIMS),
additional disadvantages of high water vapor contents within
the vacuum line are excessive pressure in the ion source of the
mass spectrometer and decreased signal stability at Ar (argon,
m/z 40), O2 (m/z 32), and N2 (nitrogen, m/z 28), for example
(Bell et al. 2011; McCarthy and Gardner 2003; Tortell 2005).
In the laboratory, interferences due to a high amount of
water vapor entering the sensor system can be avoided by
absorbing agents (e.g., Dierite), molecular sieves, or cold traps.
The detection limits for, e.g., VOCs, DMS, CH4, or DMSP
(dimethylsulfoniopropionate) are considerably improved by
enriching, and subsequently releasing, analytes within the
cryotrap (Damm et al. 2008; Desmarais 1978; Mendes et al.
1996a; Simmonds 1984). For the measurement of some ana-
lytes, the trapping of gases like water vapor or hydrogen sul-
fide (H2S) improves the signal-to-noise ratio, the detection
limit, and the measurement precision (Kolb et al. 1996;
Mendes et al. 1996b).
Compared to cryotraps applied in laboratories, issues like
small size, low weight, small waste-heat production, robust-
ness, and especially low energy consumption are the required
specifications in underwater applications. This article
describes the design and performance of a novel underwater
cryotrap membrane inlet system (CT-MIS), reaching tempera-
tures of less than –85°C to trap water vapor before entering the
analytical line. The CT-MIS is self-contained, and with small
modifications, can be coupled to different optical sensors in
addition to mass spectrometers. For the assessment of the CT-
MIS, the unit was coupled to the underwater mass spectrome-
ter (UWMS) InSpectr200-200 (Bell et al. 2007, 2011; Short et
al. 2001, 2006a; Wenner et al. 2004). We applied this system
in the Baltic Sea and the North Sea for the analysis of Ar, O2,
N2, CH4 as well as CO2 in the water column and also at the sed-
iment-water interface.
For trapping water vapor from the gas phase before a chem-
ical analysis using gas chromatography, MIMS, or IR spec-
trometry cryotraps of different types are applied. The design
varies from U-shaped type capillaries submerged in Dewar
flasks to advanced microjet cryotrap systems (Desmarais 1978;
Kolb et al. 1996; Peters and Yakir 2010; Van Der Laan-Luijkx et
al. 2010). Techniques to cool down a section of the gas stream
include the application of liquid N2 or Ar contained in Dewar
flasks and thermoelectric cooling by Peltier elements or high
performance cryopumps. The cooling temperature depends
on the mode of operation as well as the freezing point of the
gases of interest. For example, to trap water vapor in a vacuum
section (i.e., @0.0533 Pa = 4 ¥ 10–4 Torr) while connecting a
membrane inlet system with a mass spectrometer, the cry-
otrap has to be operated at a temperature of about –80°C
(Wexler 1977).
For the application of cryotraps in laboratories, features the
evaporation of cooling agents as well as size and weight of the
device are of minor importance. In contrast, these features are
essential for cryotraps, which are applied on research vessels
or mounted in pressure housing for the use in underwater
applications. In such applications, the use of cooling agents
such as liquid ethanol or N2 would lead to the formation of
large gas volumes and could cause security risks or are inap-
propriate during operation.
Therefore, from a technical as well as analytical perspective,
the following issues are considered mandatory for a stand-
alone underwater cryotrap membrane inlet systems: (1) tem-
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peratures below –85°C have to be reached, (2) a small waste-
heat production is required, (3) the energy consumption has
to be below 10 W, (4) a service lifetime of more than 10 h is
favorable, (5) a short cool-down time below 60 min is neces-
sary, and (6) the system should be robust, of small dimensions,
and low weight for applications in harsh environments.
Materials and procedures
Because small-sized, low energy, robust mechanical designs
as well as liquid-free cooling systems are required, we consid-
ered the application of Stirling coolers and Peltier elements.
Due to the low energy consumption, Stirling coolers would be
a suitable choice for the application in underwater cryotraps.
Peltier elements are inexpensive, do not contain moving parts,
and are small and of low weight, which are beneficial features
for applications in harsh environments. Potential drawbacks
of Peltier elements are the high electrical energy consumption
as well as the high waste-heat production.
For the development of an underwater cryotrap, we com-
pared a compact Stirling cooler (Ricor 1/2W Micro Stirling
Cooler K508; Fig. 1B) with an advanced three-layer Peltier
cooler (Whatson Marlow, MI4040) able to generate tempera-
ture differences of up to 120°C. The K508 is a rotary compres-
sor with a mechanically driven expander. Under ideal condi-
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Fig 1. (A) Image of the disassembled pressure housing (depth rate up to 200 m) and schematic drawing of the cryotrap membrane inlet system (CT-
MIS). Main components of the CT-MIS are the Ricor cooler (K508) and the membrane inlet system (Short et al. 2001). (B) Schematic drawing of the
lower part of the sensor housing including the Pirani pressure sensor (PSG502-S, Inficon) and the solenoid valve (EVI 005 M, Pfeiffer vacuum). 
tions (operating in a vacuum at an ambient temperature of
20°C), a temperature of –196°C is reached. Even under stan-
dard conditions (operating in air at an ambient temperature of
20°C) temperatures of less than –93°C were achieved. The
weight of the K508 is about 450 g, and the dimensions are 116
¥ 58 ¥ 71 mm. The results of the Stirling cooler and the Peltier
element are shown in more detail in the “Assessment” section.
The cold part of the Stirling cooler is coupled to a 1/8-inch
capillary tube by an aluminium block of 20 ¥ 20 ¥ 20 mm (Fig.
1 B). The water vapor will be trapped in the inner part of this
capillary tube. The block is divided in two parts, which are
connected by screws to clamp down the capillary tube. The
heat sink of the cooler is coupled to a copper block, which is
tightly connected to the inside of the pressure housing (Fig.
1B). The area of the copper block connected to the pressure
housing measures about 4550 mm2. This is sufficient for the
heat to transfer from the cooler inside the pressure housing to
the outside, and to minimize any warming of the interior of
the pressure housing.
For assessing the performance of the cryotrap, we coupled
it to a membrane inlet system (MIS) developed by Short et al.
(2001; Fig. 1B). The membrane interface is made of a 13 mm
long PDMS tubing (Helix Medical), which is supported on the
inside by a stainless steel spring (Gutekunst) to sustain pres-
sure of up to 20 bar (Bell et al. 2007; Short et al. 2001, 2006a;
Wenner et al. 2004). To get stable conditions for the gas trans-
fer through the membrane, the entire MIS is temperature-con-
trolled, and the water is pumped at a constant flow rate along
the PDMS tubing.
The cooler and membrane inlet system are mounted in a
pressure housing made of aluminium (Fig. 1B). The housing
has a length of 290 mm, an outer diameter of 190 mm, and an
inner diameter of 180 mm, and is certified to a water depth of
200 m. The housing can be split into two parts of similar
length, which are connected by a cap nut made of Poly-
oxymethylene (POM). This design allows easy access to the
cryotrap and MIS for maintenance purposes.
An in situ peristaltic pump (KC Denmark), mounted out-
side the pressure housing of the cryotrap, is applied to pump
water through the membrane inlet system at a constant flow
rate of e.g., 3 mL min–1. For this purpose, two 1/16-inch
Swagelok connectors (SS-100-1-OR) and two stainless steel
1/16-inch capillaries are mounted on the left-hand side of the
pressure housing for sample inlet and outlet (Fig. 1B). To trans-
fer the gases through the vacuum line connecting the CT-MIS
with the gas analyzer, a 1/8-inch capillary fixed by a 1/8-inch
Swagelok connector (SS-200-1-OR) was mounted to one side of
the pressure housing. A SubConn connector (eight pin female,
BH8F) used for data transfers and acting as a power supply for
the heater as well as the cryotrap is mounted at the same side.
Therefore, maintenance requires only to unlock the cap nut
and to split the housing into two parts (Fig. 1B).
In case of a rupture of the PDMS membrane, the cryotrap
will act as a security system. The inflowing water will freeze in
the capillary tube connected to the cool finger of the cryotrap,
creating an “ice plug” that will block the inflow of liquid water
for a few min (Schlüter and Gentz 2008). In addition to the
cryotrap, we installed a Pirani pressure sensor (PSG502-S, Infi-
con, Fig. 1A) to measure the absolute pressure in the vacuum
line, and a high vacuum solenoid valve (EVI 005 M, Pfeiffer
vacuum; Fig. 1A). In case of inflowing water, the fast respond-
ing Pirani sensor registers the pressure increase in the vacuum
section and triggers the solenoid valve, which uncouples the
CT-MIS unit from the gas analyzer.
In our application, we mounted the sensor and solenoid
valve into the pressure housing of the gas analyzer, which pro-
vides some additional milliseconds of response time (Fig. 1A).
Before deployment of the underwater CT-MIS, we flushed the
housing with Ar gas. This stabilizes the temperature at the
cooling block since precipitation of the air water vapor is
avoided. Furthermore, we coated the cooling block with 25
mm strong insulating material (Armaflex) to further improve
the temperature stability.
Assessment
Specification of the cooling unit
For assessing the suitability and performance of the cooling
unit to trap water vapor at a temperature of –85°C, we com-
pared a compact Stirling cooler (Ricor 1/2W Micro, K508) with
a novel three layer Peltier cooler (Whatson Marlow, MI4040).
From the perspective of underwater deployments, criteria for
this assessment were the mechanical robustness, the cool
down time, the power consumption required to keep the tem-
perature at –85°C, and the waste-heat of the cooler. Because
the cryotrap had to be installed within a fully enclosed pres-
sure housing, the waste-heat needed to be transferred from the
inside of the housing into the water column.
To compare the two cooler systems, we mounted each of
them with its heat sink on a copper block of 60 ¥ 60 ¥ 15 mm
in the laboratory and measured the temperature at the cool
finger as well as the temperature at the heat sink (Fig. 2). The
Stirling cooler reached the target temperature of –85°C within
less than 60 min (Fig. 2A). This temperature as well as the tem-
perature of the heat sink (about + 40°C) remained stable for
more than 1300 min.
In comparison, the Peltier element reached a temperature
of –55.3°C after about 2 min. The temperature of the heat sink
increased continuously and reached a temperature of more
than 80°C after 13 min (Fig. 2B). Since the cold side and the
heat sink of the Peltier element are less than 14.1 mm apart,
the area of the copper block had to be increased considerably
to transfer the heat into the environment. To keep the tem-
perature constant at the heat sink as well as the cold site of the
Peltier element, we applied a water-cooled heat sink and
installed the Peltier element in an Ar gas environment. This
improved the performance of the Peltier element consider-
ably. Nevertheless, for underwater applications, this would
require an additional pump to circulate water from the outside
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into the pressure housing through the heat sink and back into
the water column. This pump would entail additional energy
requirements and result in considerable modifications of the
pressure housing to avoid any risks of leaks.
To reach and keep the target temperature, the Peltier ele-
ment required more than 80 W at 6.8 V. In contrast, the Stir-
ling cooler required 6 W at 24 V to keep the cool finger at a
temperature of –85°C throughout. Based on these results, we
decided to use the Stirling cooler within the CT-MIS.
Temporal development of the water vapor content within
the vacuum line
We investigated the performance of the CT-MIS mounted in
the pressure housing with respect to the reduction of the water
vapor content in the vacuum section, the improvement of the sig-
nal detected by the gas analyzer, and the service life time. For this
assessment, we connected the CT-MIS to the InSpectr200-200.
To investigate the development of the water vapor content
versus time (Fig. 3), CH4-free water was prepared by purging
synthetic air through distillated water. The water vapor was
measured by the mass spectrometer (intensities are displayed
as ion current in ampere) at the m/z 18 with the highest rela-
tive abundance (also detectable at m/z 17 and m/z 16). Also,
the absolute pressure (Torr) measured by the Pirani sensor and
the temperature of the cryotrap are shown in Fig. 3.
Starting at an ambient temperature of 22°C, the water
vapor peak at m/z 18 having reached an intensity of ~ 1.8¥10–7
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Fig. 2. Comparison of the temperature measured versus time at the cooling site and heat sink of the Stirling cooler (A) and the Peltier element (B). 
Ampere (AMPS, Fig. 3A). After 26 min, the cryotrap reached a
temperature of –60°C, and a significant reduction of H2Ov was
observed (Fig. 3 B), which also caused a significant reduction
of the absolute pressure in the vacuum section from 4.95¥10–4
Torr to 1.65¥10–4 Torr. After 1 h, the target temperature of
–85°C was reached, the pressure is reduced to 0.902¥10–4 Torr,
and about 96% of initial water vapor was trapped by the cry-
otrap. After 140 min, the absolute pressure was reduced by fac-
tor six to 0.842¥10–4 Torr (Fig. 3B). At this point, no significant
peak was detected at m/z 18 (Fig. 3C), which means that most
of the H2Ov (98%) was trapped in the cryotrap. Due to this
reduced pressure at the ion source, a higher electron emission
current, which would increase the ionization efficiency, and a
higher voltage at the electron multiplier could be applied,
which would improve the detection limit of all gases.
Compared with most cryotraps applied in laboratories,
where, e.g., U-shaped traps are used, and the cooling section
can be easily shifted, only a small section of the vacuum line
was cooled down to trap H2Ov in our underwater applications.
Therefore, we investigated the impact of the deposition and
formation of ice coatings within the capillary. For this pur-
pose, we also used methane-free water and measured the
intensity at m/z ratios 40, 32, 28, 18, and 15 representatives
for Ar, O2, N2, H2Ov, and CH4 over several hours (Fig. 4B). Here,
special attention was paid to the change of background signal
at m/z 15 (methane) and the signal stability of argon, oxygen,
and nitrogen. At the beginning of the cooling, interferences
overlapped the background signal of methane at m/z 15 and a
high signal/noise ratio was observed (Fig. 4A). The interfer-
ences appeared due to a combination of the low mass “tail” of
the very large m/z 16 peak arising from ionization of H2Ov as
well as from the ionization of O2 (producing single charged
atomic oxygen 16O). Trapping the water vapor (Fig. 4B) down-
graded this interference, and the signal/noise ratio at m/z 15
is improved (Fig. 4C). This effect, combined with a higher
electron emission current, lowered the detection limit of the
trace gas CH4 from values of more than 100 nmol L
–1 to
16nmol L–1 (Schlüter and Gentz 2008).
Considering the signal intensities observed for nitrogen,
oxygen, and argon over time suggested a linear signal reduc-
tion of 3.3% h–1 for 10 h (Fig.4B). Due to the contribution of
O2 at m/z 15, the same signal reduction was measured for
methane. We assumed that this signal reduction was mainly
due to the decreasing inner diameter of the capillary caused by
the deposition of H2Ov. This effect could be quantified and
conveyed to the measured mass spectrometer intensities.
For underwater applications, the system has to be started
about 90 min before to ensure the drop down of H2Ov. Based
on our laboratory measurements, as well as experience gained
during our field assessments, the CT-MIS can be operated in
situ for more than 10 h. After the maximum operating time,
ice coating in the capillary of the cryotrap has to been
removed by switching off the cooler, which causes the cool
block to warm up and the ice coat to sublimate. The originat-
ing water vapor is removed by the turbo pump and roughing
pump of the mass spectrometer. The entire maintenance pro-
cedure takes about 1 h.
Application
For field applications, we coupled the CT-MIS to the under-
water mass spectrometer Inspectr 200-200. The gas analysis
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Fig. 3. (A) Water vapor peak intensity at m/z 18 before the cooling. (B) Reduction of the internal pressure, water vapor intensities, and temperature
versus after the Stirling cooler was switched on. (C) Water vapor peak intensity at m/z 18 after a cooling time of 240 min. Comparing (A) and (C) results
a signal reduction at m/z 18 of 96%. 
unit, as well as a benthic chamber system, an underwater peri-
staltic pump and the power supply (two SeaBatteries, SB24-40,
24 V, and 40 Ah) were mounted to a deployment frame
(Fig. 5A). We applied this system for investigating the distri-
bution of CH4 in the water column around gas seeps in the
North Sea. To detect the release of gases from sediments in
Gdansk Bay (Baltic Sea), a smaller frame consisting of the CT-
MIS coupled to the mass spectrometer, the underwater pump,
and the power supply (one SeaBatteries, SB24-40, 24 V, 40 Ah)
was used. The benthic chamber was placed manually into the
sediment. During these in situ measurements, we monitored
the water vapor content, the intensity of the gases CH4, N2, O2,
Ar, and CO2, the total energy consumption of the system, as
well as the robustness of the CT-MIS.
In situ investigation of CH4 in the water column around
gas seeps (North Sea)
In the North Sea, ebullitions of gas bubbles from the
seafloor have been observed along fracture zones where ther-
mogenic gases or natural CO2 are released, in regions where
biogenic CH4 is produced in surface sediments, as well as at
gas releases of former wellheads (Clayton et al. 1997; Rehder
et al. 1998; Schroot et al. 2005; McGinnis et al. 2011; Nie-
mann et al. 2005; Von Deimling et al. 2011). During RV
Heincke cruise HE337 in September/October 2010, we inves-
tigated hydrocarbon seeps associated with pockmark struc-
tures situated at a fracture zone in the Dutch sector of the
North Sea (Schroot et al. 2005; Schroot and Schuttenhelm
2003a, 2003b).
Before deployment, the seafloor around the pockmark area
was mapped with a Kongsberg SIS multibeam system, and the
Simrad EK 60 echo sounder was applied for the detection of gas
flares in the water column (Fig. 5B). The area of our detailed
investigation had a size of 500 m ¥ 400 m (Fig. 5B). Within this
area, the investigated pockmark, where an active release of gas
bubbles was observed, had a diameter of less than 5 m.
For mapping the concentration field of dissolved CH4, the
CT-MIS coupled to the InSpectr200-200 was deployed in water
depths of 10 m, 14 m, 24 m, and 34 m. When the system had
reached the respective depth, the research vessel moved slowly
around and across the site of gas seepage whereas gas concen-
trations were measured continuously every 1.8 s. One hour of
measuring time was estimated for each water depth. The data
were integrated into the Geo-Information-System ArcGIS 10
(ESRI), and contour plots were computed by Kriging.
The in situ analysis provided very detailed information
about the concentration field of CH4 around gas flares (Fig. 5).
Within the rather small sampling area of 280 m ¥ 280 m
(78400 m2, Fig. 5C), steep concentration gradients of more
than 1200 nmol L–1 in less than 20 m were detected, and the
methane concentrations varied from values of less than 16
nmol L–1 about 60 m adjacent to the pockmark to high con-
centrations of 1450 nmol L–1 within the gas flare.
In situ measurement of gas fluxes across the sediment-
water interface (Baltic Sea)
Several biogeochemical investigations used the flux of O2 or
nutrients through the sediment water interface to study the
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Fig. 4. For the assessment of the peak stability of selected gases during the cooling by the CT-MIS, methane-free water was used. (A) Methane back-
ground signal at m/z 15 before cooling. (B) Ion current intensities versus time during the cooling process measured for methane-free water at m/z rations
of 28 (N2), 32 (O2), 40 (Ar), 18 (H2Ov) and 15 (CH4). (C) Methane background signal at m/z 15 after 240 min of cooling. 
remineralization of organic matter or to quantify the rain rate
of organic matter reaching the seafloor. The latter is investi-
gated through the in situ measurement of O2 by either apply-
ing benthic chamber systems or O2 microprofiler, for example
Glud et al. (1994) and Sauter et al. (2001).
Beside O2 fluxes, only a rather limited number of investiga-
tions considered the flux of gases like CO2, CH4, DMS, or N2
through the sediment water interface (Felden et al. 2010;
Lichtschlag et al. 2010; Niemann et al. 2005). For these pur-
poses, benthic chamber systems are applied, and water samples
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Fig. 5. In situ methane measurements around a pockmark in the North Sea. (A) Deployment frame where the CT-MIS is coupled to the underwater
mass spectrometer. (B) High resolution bathymetric map derived by a multibeam survey. The pockmark, where methane is released from the seafloor,
has a diameter of less than 5 m. (C) Methane concentrations measured at 24 m water depth. Close to the pockmark, step gradients in the CH4 con-
centrations of more than 1430 nmol L–1 were observed. 
(typically 12 samples with a volume of 50 mL each) are col-
lected within predefined time intervals by using a syringe sam-
pler, for example. Fluxes are calculated based on the change of
gas concentrations within the chamber over time. The limited
number of samples and the sample volume restricts the
detailed investigation of changes in concentration versus time
as well as the number of gases, which can be analyzed.
Coupling the underwater gas analyzer system to a benthic
chamber allows the continuous measurement of gas concen-
trations for gases like O2, N2, DMS, and CH4 over time, and
thus allows the study of gas fluxes in coastal areas. In our
application, the deployed cylindrical benthic chamber had an
inner diameter of 290 mm and a height of 170 mm. It was
manually placed into the sediment at a depth of 20 mm, and
a stirrer prevented stratification inside the chamber. The
entrapped bottom water was recirculated through the CT-MIS
and back into the benthic chamber using an underwater peri-
staltic pump. During the measurements by the membrane
inlet, less than 1% of the gases were extracted from the sam-
pling water in the benthic chamber and the gas concentra-
tions of Ar, O2, CH4, and CO2 were measured every 1.8 s for
more than 5.5 h.
With this application, we investigate the gas fluxes across
the sediment-water interface in the shallow water region of
Gdansk Bay (Baltic Sea). In this area, advective transport of
methane induced by submarine groundwater discharge is the
main driver for high methane concentration in the bottom
water (920 µmol L–1). Benthic chamber measurements over a
period of 5 h discovered that CH4 and CO2 were enriched in
the chamber, while the O2 concentration decreased (Fig. 6). In
this example, the methane concentration in the benthic
chamber increased to about 238.8 µmol L–1 within 60 min and
the calculated flux of methane amounted to 97400 ± 40 µmol
m2 d–1, which is comparable with other regions with advective
transport of methane occurrences (Lichtschlag et al. 2010;
Boetius and Suess 2004).
Another type of benthic flux studies focuses on the diffu-
sive methane fluxes from coastal sediments. In regions unaf-
fected by advection, we can generally expect rather low
methane fluxes and concentrations in the bottom water
(Reeburgh and Heggie 1977). This is the case for most Baltic
Sea regions (Gentz unpubl. data; Piker et al. 1998). In Him-
merfjärden, a low-salinity estuarine system in the central
Baltic Sea, online measurements by the CT-MIS coupled to the
mass spectrometer show a methane flux of 331.5 µmol m2 d–1.
Without the CT-MIS, the enrichment of the methane concen-
tration of 0.081 µmol L–1 within 60 min in the sampled water
would be below the detection limit (>100 nmol L–1) of the gas
analyzer. By using the CT-MIS, the enrichment of the methane
concentration in the sampled water (0.081 µmol L–1 within 60
min) is five times higher than the lowered detection limit (16
nmol L–1), which provides a statistical ensured flux mea-
surement of methane also in regions were very low methane
fluxes are expected.
Discussion
Membrane inlet systems have been widely used for the
phase separation of gases from seawater or freshwater samples
before gas analyses by mass spectrometers, IR sensors, or solid
state gas detectors. Even if various membrane materials with
different characteristics in terms of water vapor permeation
are applied, a significant amount of H2Ov is introduced into
the analyzer unit. This H2Ov could downgrade the detection
limits, induce water condensation within optical sections, or
generate a drift of the signals. With respect to these issues, we
consider the cryotrap membrane inlet system described and
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Fig. 6. In situ benthic flux measurements of methane, carbon dioxide, oxygen, and argon by the CTMIS coupled to the InSpectr200-200 in the Gdansk
Bay (Baltic Sea). 
tested here to be an improvement with regard to the analysis
of major- and trace gases.
For the online and onsite analysis of methane, applying the
CT-MIS lowers the detection limit of the mass spectrometer
significantly, which allows an improved computation of mass
budgets and supports the localization of point sources like nat-
ural methane seeps or gas flares as well as anthropogenic gas
leakages considerably. This can be evidenced by mea-
surements obtained for a water depth of 24 m around a gas
flare in the North Sea (Fig. 5C). Considering the entire survey
area of 78401 m2, CH4 concentrations of less than 16 nmol L
–1
were observed for an area of 2840 m2 (3.6%, black-coded
region in Fig. 5C). For an area of 37827 m2 (48.3%, red-coded
region in Fig. 5C), CH4 concentrations were established
between 16 and 100 nmol L–1, whereas concentrations of more
than 100 nmol L–1 were detected for an area of 37734 m2
(48.1%, white- and green-coded region in Fig. 5C). Without
applying the CT-MIS, CH4 would be detected only within an
area of 37734 m2. Consequently, more survey time would be
required to localize such point sources of methane release.
The present possibility to measure lower concentrations of
down to 16 nmol L–1, which are often observed in various
aquatic environments, helps to guide the research vessel (in
case of using a towed system as shown in Fig. 5A) or a
Remotely Operated Vehicle (ROV) toward the direction of a
gas discharge site. Furthermore, a considerable underestima-
tion of mass budgets could be avoided if data from the
extended concentration range (16 to 100 nmol L–1) would be
included to the calculations.
From an analytical point of view, the results demonstrate the
benefits of the CT-MIS coupled to a gas analyzer. Considering
the technical perspective, issues mentioned in the introduction
have been tested in the field (e.g., robustness, energy consump-
tion, and service life time) as well as in the laboratory (e.g., tem-
perature settings) and successfully meet the requirements for
using the CT-MIS in harsh environments, especially aboard
research vessels, as well as underwater applications. Therefore,
the CT-MIS could be simply adapted to other membrane inlet
gas analyzers (Boulart et al. 2010; Johnson et al. 2000) where the
reduction of water vapor would improve the performance, such
as detection limits and lifetime of these analyzers, significantly.
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